Introduction {#sec1-1}
============

Secundum type atrial septal defects (ASD) are the most common type of interatrial shunts. Transcatheter closure is widely used in suitable cases. Although transcatheter closure has many advantages over surgical correction, it also has many early and late complications. Here we present a unique late complication of transcatheter closure of secundum type ASD.

Case Report {#sec1-2}
===========

A 32-year-old female was admitted with atypical chest pain. Her medical history revealed that the patient had undergone transcatheter closure of secundum type ASD 28 months ago. Operation notes were reviewed which stated that the defect size was confirmed with balloon sizing and stop-flow method during cardiac catheterization. The defect was of the dimensions 32×33 mm. Figulla Flex II (Occlutech) was placed under the transesophageal echocardiographic guidance. The procedural details were reviewed, but no extraordinary condition were found. The device was placed using the standard technique and alignment of the device was successful at first attempt. Control echocardiographic examination performed the day after the procedure was normal. Follow-up transthoracic echocardiography examinations one month and one year postprocedure were normal. Electrocardiography showed incomplete right bundle branch block and ST depressions on V1 through V4. ECG findings were similar to ECGs that were recorded prior to ASD closure. Transthoracic echocardiography showed normal left and right ventricular systolic functions and no significant valvular regurgitation. ASD closure device was in place; however, left atrial (LA) disk was opened, ballooned out, and occupied a large area within the left atrium ([Video 1](#SD1){ref-type="supplementary-material"}). Transesophageal echocardiography was performed that indicated the failure of the LA disk ([Video 2](#SD2){ref-type="supplementary-material"}). Due to the risk of systemic embolism, surgery was recommended. Because the patient had a family history of premature atherosclerosis, coronary angiography was performed. Coronary arteries were free of atherosclerosis. The device failure was also clearly visible on angiography ([Video 3](#SD3){ref-type="supplementary-material"}). During surgery, the device was removed and the defect was closed with a pericardial patch. The removed device showed near-complete epithelization and fibrin-rich thrombus, especially within the LA disk ([Fig. 1](#F1){ref-type="fig"}). Postoperative recovery was uneventful, and the patient was discharged four days after the operation.
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Discussion {#sec1-3}
==========

Our case shows a unique late device failure associated with secundum ASD closure. Transcatheter intervention for ASDs has its own early and late complications. Early complications are usually procedure related: device migration/embolization, pericardial effusion, air embolism, and conduction defects.

Late complications are much more diverse. The most frightening complication is cardiac erosion. After the first report by Amin et al. ([@ref1]) in 2004 and similar cases reported thereafter, Amplatzer Septal Occluder instructions for use now has a caution regarding its use in patients with deficient aortic rim.

Figulla Flex II (Occlutech) is a relatively new device for the treatment of secundum type ASD closure. Since initial CE marking in 2007, there have been two generations with design modifications that lead to a softer device aiming at reducing the risk of device erosion. The major feature of Figulla Flex II is that the LA disk does not contain a microscrew, resulting in a softer disk. Kenny et al. ([@ref2]) compared Amplatzer Septal Occluder with Figulla Flex II in pediatric patients with secundum ASD and revealed that Figulla Flex II was not inferior to Amplatzer Septal Occluder and also had greater efficacy and less complications compared with the former.

A wide range of late complications have been reported in the literature including very late aortic erosion (12 months to 13 years postprocedure), mitral valve perforation, and late device embolization ([@ref3]-[@ref6]).

Our case was a quite unusual late device failure. The device was in place and there were no signs of erosion; however, the LA disk was ballooned out. Figulla device lacks LA disk screw and reduced meshwork and is, therefore, more flexible. This feature adds flexibility to the device compared with the Amplatzer devices, but this may be responsible for reduced long-term durability. We need more data to confirm this hypothesis.

Conclusion {#sec1-4}
==========

In conclusion, despite being safe and effective, transcatheter closure of ASD involves various reported and unreported late-term complications; thus, close follow-up and early evaluation of even atypical symptoms must be performed with caution.

Video 1
=======

Transthoracic apical 4-chamber view demonstrating failure of the LA disk

Video 2
=======

Transesophageal aortic short axis view showing normal localization of the device but an "opened" LA disc

Video 3
=======

Right coronary angiogram showing normal right coronary artery and also a ballooned out LA disc

**Informed consent:** Written informed consent was obtained from the patient for the publication of the case report.
